Hand Pose Estimation by Fusion of Inertial and Magnetic Sensing Aided by a Permanent Magnet

Henk G. Kortier, Jacob Antonsson, H. Martin Schepers, Fredrik Gustafsson and Peter H. Veltink

Linköping University Post Print

N.B.: When citing this work, cite the original article.

Henk G. Kortier, Jacob Antonsson, H. Martin Schepers, Fredrik Gustafsson and Peter H. Veltink, Hand Pose Estimation by Fusion of Inertial and Magnetic Sensing Aided by a Permanent Magnet, 2015, IEEE transactions on neural systems and rehabilitation engineering, (23), 5, 796-806.

http://dx.doi.org/10.1109/TNSRE.2014.2357579

©2015 IEEE. Personal use of this material is permitted. However, permission to reprint/republish this material for advertising or promotional purposes or for creating new collective works for resale or redistribution to servers or lists, or to reuse any copyrighted component of this work in other works must be obtained from the IEEE.

http://ieeexplore.ieee.org/

Postprint available at: Linköping University Electronic Press
http://urn.kb.se/resolve?urn=urn:nbn:se:liu:diva-121903
Hand pose estimation by fusion of inertial and magnetic sensing aided by a permanent magnet

Henk G. Kortier Student Member, IEEE, Jacob Antonsson, H. Martin Schepers, Fredrik Gustafsson Fellow, IEEE, and Peter H. Veltink Senior Member, IEEE

Abstract—Tracking human body motions using inertial sensors has become a well-accepted method in ambulatory applications since the subject is not confined to a lab-bounded volume. However, a major drawback is the inability to estimate relative body positions over time because inertial sensor information only allows position tracking through strapdown integration, but doesn’t provide any information about relative positions. In addition, strapdown integration inherently results in drift of the estimated position over time. We propose a novel method in which a permanent magnet combined with 3D magnetometers and 3D inertial sensors are used to estimate the global trunk orientation and relative pose of the hand with respect to the trunk. An Extended Kalman Filter is presented to fuse estimates obtained from inertial sensors with magnetic updates such that the position and orientation between the human hand and trunk as well as the global trunk orientation can be estimated robustly. This has been demonstrated in multiple experiments in which various hand tasks were performed. The most complex task in which simultaneous movements of both trunk and hand were performed resulted in an average rms position difference with an optical reference system of 19.7±2.2 mm whereas the relative trunk-hand and global trunk orientation error was 2.3±0.9 and 8.6±8.7 deg respectively.

Index Terms—sensor fusion, human body motion tracking, inertial sensing, magnetic tracking, upper extremity tracking

I. INTRODUCTION

Human body motion tracking is of wide interest in various areas, like sports, rehabilitation, ergonomics and entertainment industry [1][2]. Traditionally, optical tracking systems are used to capture human body motions. However, they suffer from line of sight issues, non-portability and therefore operating such devices is often constrained to the volume in which they have been calibrated.

In the last decade, micro electrical mechanical system (MEMS) based inertial sensors became increasingly popular to employ on the human body and formed an alternative for motion tracking purposes [3][4]. Besides the advantages compared to optical systems, inertial sensors introduce large estimation errors, for both orientation and position, due to integration of inertial signals.

H.G. Kortier and P.H. Veltink are with MIRA institute of Biomedical Technology and Technical Medicine, University of Twente, 7500 AE Enschede, The Netherlands h.g.kortier@utwente.nl
Fredrik Gustafsson is with the automatic control group, Linköping University, SE-581 83 Linköping, Sweden fredrik@isy.liu.se
J. Antonsson is with the automatic control group, Lund University, SE-221 00 Lund, Sweden jacoba@control.lth.se
H.M. Schepers is with Xsens Technologies B.V., 7521 PR Enschede, The Netherlands hmartinschepers@gmail.com
F. Gustafsson is with the automatic control group, Linköping University, SE-581 83 Linköping, Sweden fredrik@isy.liu.se

For the estimation of drift free body orientations, several research groups proposed an Inertial and Magnetic Measurement System (IMMS) which is a filter framework to fuse inertial and magnetic information [5][6][7].

However, contrary to estimating 3D orientations, drift free estimates of 3D position over long measurements intervals is much more challenging, although important in many applications especially if non rigid segments as trunk and shoulder are involved.

An example is the assessment of reaching and grasping tasks which frequently performed in rehabilitation programs to address the severity of a certain disease. Outcome measures include the position accuracy, duration and smoothness of the hand’s trajectory which is often addressed manually by a physician. Those parameters could be determined using an on-body sensing system which eventually result in a quantitative assessment. This can be obtained in the rehab centre or even at home in daily life situations, for instance by stroke patients [8].

For short time intervals in which the velocity of a certain limb can repeatedly be considered as negligible, for example the foot during walking, suitable initial and final conditions can be applied to mitigate integration drift of the estimated position [9][10][11].

Applying forward kinematics for articulated bodies seems to be a suitable method for estimation of positions when the orientation of each segment can be estimated and segmental lengths are known [12][13]. However, the position error of the end effector accumulates along the articulated chain due to uncertainties in measured segmental lengths, sensor to segment calibration and joint models.

The only robust solution is to fuse inertial sensors with a position aiding system such as optical [14], acoustical [15], gps [16], uwb [17] or visual [18]. A magnetic tracking aiding system offers advantages compared to the other approaches, as indoor environments do not cause a degraded signal and there are no line of sight issues since the human body is transparent for magnetic fields [19].

However, magnetic fields easily get distorted in the vicinity of ferro-magnetic materials. Again, a possible solution is fusion with an aiding system, which eventually mitigates deviations from the correct state vector during magnetic field disturbances. A solution using an optical system was proposed by Vacarella et al. [25] and a solution using an inertial aiding system was proposed by Roetenberg et al. [5].

Latter method used actuated coils with inertial sensors embodied in a loose fusion filter using a magnetic dipole model. Schepers et al. [20][21] proposed a similar method but...
improved the system such that many drawbacks, like coil constellation, energy consumption, loss of stochastic information and short distance measurements were tackled. Both methods resulted in an accurate position tracking system that can be used in an ambulatory setting.

However, some drawbacks still exists. First, energy consumption can be large, especially when large distances should be covered, and therefore limit the measurement time when the system is used in an ambulatory setting. Secondly, the coils can be rather large and heavy, which might result in an impaired movement or it could hinder the attachment of the source to specific body locations.

Finally, it was impossible to track rapid movements due to the inability of actuating the coils at a high rate and in parallel.

The idea of using a permanent magnet for localization and tracking was proposed by Birsan [22]. Using a permanent magnet as a source is beneficial compared to an active source as it can be kept small, works passively and is therefore more suitable for attachment on various body parts. A dipole model of a ferromagnetic object for the detection and tracking of metallic targets, particularly cars, is described in [23].

Based on this model Gustafsson and Wahlstrom developed a method to track 3D positions and 2D orientations using a grid of magnetometers and a permanent magnet acting as a source [24].

In this study we propose a new method which combines tracking of a permanent magnet using 3D magnetometers with inertial sensing. Hence, magnetic tracking results in drift free position estimates over long intervals (>1 minute) which is impossible by solely using commercial grade inertial sensors, whereas inertial sensing allows for a robust 3DoF global and relative orientation estimate. In addition, inertial sensing gives pose information during short periods in which magnetometer information is lacking, for instance when the magnet is out of reach.

The aim of this study is to track 3D orientation and 3D position of the hand with respect to the trunk as well as the global orientation of the trunk. This is done by attaching a permanent magnet and an inertial sensor to the hand, and attaching multiple 3D magnetometers and an inertial sensor to the sternum.

II. METHODS

Fig. 1 shows the measurement setup which consists of two parts, first the base ($\Psi_b$), comprises a constellation of one or more ($l$) rigidly connected 3D magnetometers. In addition, inertial information of this constellation is obtained using a 3D gyroscope and 3D accelerometer.

Secondly, the target ($\Psi_t$), contains a rigidly connected 3D accelerometer, 3D gyroscope and a permanent magnet. It is the objective to track the position $p_b^t$ and orientation $q^{bt}$ of the target with respect to the base and the orientation of the base with respect to a global frame $q^{gb}$. A general schematic layout is depicted in Fig. 1. One can see that it is necessary to have prior knowledge about the constellation. More specifically, the relative position and orientation of all magnetometers with respect to the base frame, as well as the position and orientation of the magnet with respect to the local inertial sensor should be known.

The following sections will describe the filter structure, the measurement models, the process model and finally the experimental methods which are used to validate the accuracy of the proposed system.

A. Filter structure

An Extended Kalman Filter (EKF) has been deployed in order to estimate relative positions as well as relative and absolute orientations [26], [27], see Fig. 3. Inertial measurements are primarily used as an input for the process dynamics whereas the magnetic measurement are used for correction. The state space equations are given by:

$$\begin{align*}
  x_{k+1} &= f(x_k, u_k) + w_k \\
  y_k &= h(x_k) + v_k
\end{align*}$$

where $f(x_k, u_k)$ denotes the process model, $y_k$ the measurements, and $h(x_k)$ the measurement model. Process and measurement noise are assumed to be independent identically distributed (i.i.d.) Gaussian noise, denoted by $w_k$ and $v_k$.

The measurement vectors at time $k$ includes $l$ magnetometers $y_{m_k}^{[b;1]}$ and two accelerometers $y_{a_k}^{[b;2]}$. In addition, the accelerometers are used together with two gyroscopes $y_{w_0,k}^{[b;2]}$ as an input $u_k$. 

---

**Fig. 1:** Tracking instrumentation attached to trunk and right hand. Visible are four IMMS’s (orange) attached to the trunk, each containing a 3D magnetometer. The IMMS that is positioned closest to the right shoulder acts as the primary one and is therefore designated as the trunk’s reference frame ($\Psi_b$). Furthermore, accelerometer and gyroscope data is acquired from this IMMS. On the hand, a single IMMS together with a neodymium magnet (silver grey) is visible. The position of the hand ($p^h_b$) and orientation ($q^{bh}$) with respect to the trunk is being estimated. Furthermore the orientation of the trunk with respect to a global frame ($\Psi_g$) is estimated. For each coordinate frame the X (black), Y (white) and Z (dashed) directions are indicated.

---

1534-4320 (c) 2013 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission. See http://www.ieee.org/publications_standards/publications/rights/index.html for more information.
The state vector includes the following elements:

\[
x = \begin{bmatrix} p_b^b & v_b^b & \delta \Theta^{bt} & B^g & b_y^g & b_a^g & \delta \Theta^{gb} & b_y^gb^g & T \end{bmatrix}\tag{2}
\]

where \(p_b^b\) and \(v_b^b\) are the position and velocity of the target expressed in the base frame respectively, \(B^g\) is the environmental magnetic field experienced by the base expressed in global frame, \(b_y^g\) and \(b_a^g\) are the gyroscope and accelerometer bias of the target sensor respectively and \(b_y^gb^g\) is the gyroscope bias attached to the base.

Both orientations are expressed as a unit quaternion \((q^{bt}, q^{gb})\), and therefore require the unity norm constraint. Because an EKF is not suitable to handle such constraints properly, the true quaternion is parameterised using a nominal \(\bar{q}\) and error part \(\delta q\) \([27]\). Under the assumption that the error part is small, we can approximate the error quaternion using an error angle representation \(\delta \Theta\):

\[
q = \bar{q} \odot \delta q \\
\approx \bar{q} \odot [1 1/2 \delta \Theta]^T\tag{3}
\]

where \(\odot\) is the quaternion product operator \([28]\). The error angles can be handled properly by the EKF filter and therefore included in the state vector \((\delta \Theta^{bt}, \delta \Theta^{gb})\). The corresponding quaternions are adjusted (Fig. 3 ORIENT UPDATE) after each measurement update step using the error angle estimates. Because propagation of the error angle (see section \([29, 30]\)) is a function of the gyroscope’s error bias, a similar approach for the gyro biases is taken:

\[
b_y = \bar{b}_y + \delta b_y\tag{4}
\]

where \(b_y\) is the true gyro bias which is modeled by a nominal \((\bar{b}_y)\) and error part \((\delta b_y)\). The latter is included in the state vector and used to update the true bias after the measurement updates. Finally, the error angle and gyro error bias estimates are set to zero before propagated by the process model.

The measurement model is divided in a magnetic update \(h_{mag}\), acceleration update \(h_{acc}\) and zero velocity update \(h_{zupt}\). The magnetic update uses information obtained from 3D magnetometers expressed in base frame \(\Psi^b\). The acceleration update step uses accelerometer information of both base and target. Finally the zero velocity update applies an update when either the target velocity is zero with respect to base or when the target exceeds a pre-defined measurement volume. After the measurement update, the orientation estimates \(q\) of both trunk and target are updated using the estimated error angles \(\delta \Theta\).

Subsequently, a time update is performed which includes propagation of the state with corresponding covariance.
The measured field exists of a common component and \( r \) where the superscript \( B \). Measurement models of the inertial sensors.

The a-posteriori state \( (x_k^+) \) and corresponding covariance estimate \( (P_k^+) \), given the a-priori state and covariance, is determined using the measurement function \( h(x_k^-) \) its corresponding linearization \( (H_k) \) and calculated Kalman gain \( (K_k) \) [26].

\[
\begin{align*}
  x_k^+ &= x_k^- + K_k (y_k - h(x_k^-)) \\
  P_k^+ &= (I - K_k H_k) P_k^-.
\end{align*}
\]

Propagation of position and orientation change is obtained by integration of the relative angular velocity and double integration of the relative acceleration, which is described in section I-B3. The uncertainty of the corresponding state is propagated according to:

\[
P_{k+1}^+ = F_k P_k^+ F_k^T + Q_k
\]

where \( F_k \) the linearized process model \( f(x_k, u_k) \) and \( Q_k \) the covariance matrix of the process noise. The initial covariance \( P_0 \) is chosen large for all states except for the relative velocity and orientations because the movement is initiated from rest an arbitrary location. The process noise covariance \( Q_k \) is experimentally determined by estimating the standard deviation of the inertial sensors.

**B. Measurement models**

1) Magnetic model: A dipole model is used to track 2 DoF orientation and 3 DoF position of the target [23] [29], and heading information of the trunk. The output of each magnetometer attached to the base is modeled as:

\[
y_k^m = h_m^l(x) + e_m
\]

\[
= B + J(r^l)m^l + e_m
\]

where the superscript \( l \) indicates the particular magnetometer and \( r^l \) its position with respect to the permanent magnet. The measured field exists of a common component \( B \) and a position dependent component \( J(r) \) which is given by a magnet dipole model:

\[
J(r) = \frac{1}{||r||^3_2} \left( 3rr^T + ||r||^2_2 I_3 \right).
\]

The position of the target expressed in the base frame is given by (see Fig. 2):

\[
p_k^b = p_k^m - R_k^b p_k^m
\]

where \( p_k^m \) is the position of the magnet with respect to the local inertial sensor. Subsequently, the position of the magnet measured by magnetometer \( l \) expressed in the frame \( \Psi_b \) is given by:

\[
\begin{align*}
  r^b &= p_m^b - p_l^b \\
  &= p_l^b + R_k^b p_m^b - p_l^b
\end{align*}
\]

where \( p_l^b \) is the position of magnetometer \( l \) with respect to primary magnetometer expressed in base frame. The relative orientation between the permanent magnet and local target frame is given by \( R^m \). This magnetic moment vector \( m^m \) expressed in the base frame is given by:

\[
m^b = R^b R^m m^m.
\]

The global magnetic field \( B^g \), which is assumed to be homogeneous within the measurement volume, expressed in the base frame is given by:

\[
B^b = R^bg
\]

Substituting the parameterized orientation [3] into the equations [10], [11], [12] and using the assumption that the magnetometers are equally oriented \( (R^m = I_3) \) gives:

\[
\begin{align}
  r^b &= p_l^b + R_k^b \left(I_3 + [\delta_\theta]^b_{\times}\right) p_m^b - p_l^b \\
  m^b &= R_k^b \left(I_3 + [\delta_\theta]^b_{\times}\right) R^m m^m \\
  B^b &= R_k^{bg} \left(I_3 - [\delta_\theta]^b_{\times}\right) B^g
\end{align}
\]

where the time indices \( k \) have been omitted for clarity and \([\times]\) is used to denote a skew symmetric matrix.

In order to construct the Jacobian \( H_{mag} \), the partial derivatives with respect to the state vector are required. A detailed derivation can be found in appendix A.

2) Acceleration model: The accelerometers on both base and target can be used to obtain a local inclination estimate. This is only valid in a static situation where the inertial acceleration is negligible. Large deviations, i.e. the norm of the measured accelerometer signal is not close to the gravitation constant and the angular velocity norm is not close to zero, can be detected using a Generalized Likelihood Ratio Test (GLRT). This concept has been described by Skog et al. [9] and has been implemented such that for the "in movement" hypothesis the measurement covariance is adjusted accordingly. The threshold parameters of the GLRT are chosen such that accelerometer measurements are only included if their norm is within five percent of the gravity vector norm.

The measurement model is given by:

\[
h_{acc,b}^{[b,j]} = y_{acc}^{[b,j]} - \tilde{R}^{[b,j]g} \left(I_3 - [\delta_\theta]^g_{\times}\right) g^g + e_a
\]

where \( g^g \) is the known gravitational acceleration vector expressed in the global frame, and \( e_a \) is the i.i.d. Gaussian noise.

However, if both base and target frame experience the same inertial acceleration, additional information about the relative heading can be provided. Therefore a different measurement model is used for the target:

\[
h_{acc,t} = y_{acc} - \tilde{R}^{g} \left(I_3 - [\delta_\theta]^g_{\times}\right) y_{acc}^{g} + e_a.
\]

The difference in magnitude of both measured accelerometer signals is used to test whether this update is applicable.

3) Zero velocity update: In order to mitigate position diverging, zero velocity updates are applied:

\[
h_{zupt}^b = v^b + e_z
\]

Two different conditions are tested. First, whenever the target or base does not experience an inertial acceleration it is assumed that either is held being still which is tested by the
same GLRT used for the inclination update. Second, if the
target position with respect to the trunk exceeds a predefined
cubic volume, the estimate will be kept in this volume by
setting the velocity to zero. Latter is used to make the filter
more robust such that velocity and position do not drift to
infinity when no magnetic information is available for long
periods.

C. Process model

The velocity \( v^b \) and orientations \( \{ q^{eb}, q^{br} \} \) are obtained by
integration of the difference in measured acceleration \( a^b \) and
angular velocity \( \omega^b_{gb} \). The difference in acceleration \( a^b \) can be
expressed as a function of the measured accelerometer signals
\( (y^b_{acc}, y^b_{gyr}) \):

\[
a^b_i = R^b a^i - a^b = R^b (y^b_{acc} - b^i_{a,j} - R^i g^j) - \left( y^b_{acc} - b^i_{a,b} - R^b g^b \right) + e_a
\]

where \( b^i_{a,j} \) is the accelerometer bias of the target and \( b^i_{a,b} \)
the bias of the base accelerometer which is assumed to be
negligible.

The difference in angular velocity expressed in the target
frame is given by the difference in measured gyroscopic signals
of the target \( y^b_{gyr} \) and base \( y^b_{gyr} \):

\[
\omega^b_{bt} = \omega^b_{gt} - R^b \omega^b_{gb} = (y^b_{gyr} - b^i_{g,t} - R^b t\left( y^b_{gyr} - b^i_{g,b} \right)) + e_g.
\]

Propagation of the hand and trunk orientation is given by:

\[
q^{eb}_{k+1} = q^{eb}_k \circ \left( \frac{1}{2} T \omega^b_{k,eb} \right)
\]

\[
q^{br}_{k+1} = q^{br}_k \circ \left( \frac{1}{2} T \omega^b_{k,gb} \right)
\]

where \( k \) indicate the sample, \( T \) is the sample period and
\( \circ \) is the quaternion product operator [28]. Subsequently,
the linearized state propagation equations which eventually
constitute the state transition matrix \( F_k \) are stated as:

\[
p^b_{k+1} = p^b_k + T v^b_k + \frac{1}{2} T^2 a^b_{k,i}
\]

\[
y^b_{k+1} = y^b_k + T \alpha^b_{k,i}
\]

\[
\delta \theta^b_{k+1} = \left( I_3 - \left[ T \omega^b_{k,eb} \right] \times \right) \delta \theta^b_k - T (\delta b^i_g - \delta b^i_g) + e_\theta
\]

\[
B^b_{k+1} = B^b_k + e_B
\]

\[
b^i_{a,b,k+1} = b^i_{a,b,k} + e_{ba}
\]

\[
\delta b^i_{g,k+1} = \delta b^i_{g,k} + e_{bg}
\]

\[
\delta \theta^{eb}_{k+1} = \left( I_3 - \left[ T \omega^b_{k,gb} \right] \times \right) \delta \theta^{eb}_k - T \delta b^i_g + e_\theta
\]

\[
\delta b^{eb}_{k+1} = \delta b^{eb}_{k} + e_{bg}.
\]

A derivation of error angle propagation \( \delta \theta \) is given in the
appendix [C].

The local magnetic field \( B^e \), gyroscopic error biases, \( \delta b^i_g \)
\( \delta b^i_g \), and accelerometer bias (\( b^i_b \)) are modelled as random walk
processes to account for their low pass behaviour.

D. Experimental methods

Four Anisotropic Magneto Resistive (AMR) magnetometers
(Honeywell HMC5883L), each embodied in an IMMS (Xsens
Technologies B.V. MTw), were rigidly attached to a PMMA
panel and strapped to the subject’s trunk, see Fig. [1]. One of
the IMMS’s was appointed as the primary sensor and designated
as the origin of the trunks reference frame \( \Psi_B \). In addition to
the magnetometers, inertial sensor signals are obtained from
the primary IMMS’s accelerometer and gyrooscope.

The target, which was placed on the hand, comprises a rigid
plaster piece on which a magnet (neodymium rod, length: 2
mm, radius: 7 mm SuperMagnete.de) and IMMS were
attached. The position and orientation of the magnet with
respect to the local accelerometer was estimated using a ruler
beforehand.

All IMMS data was sampled at 60 Hz and transmitted
wirelessly to the PC (Xsens Technologies B.V. Awinda). The
sensors contain a rechargeable lithium-ion battery which will
run for about 4 hours during measurements [30].

Prior to the experiments all magnetometers were calibrated
within the volume used in the experiments using the magnetic
field mapping procedure. All magnetometers were rigidly
attached and rotated in any direction, subsequently the magnetic
field vector are mapped onto a unit sphere using a maximum
likelihood (ML) approach described by Kok et al. [31].

As the magnetometer output is normalized during this
calibration procedure, we will define the SNR of each mag-
netometer as:

\[
SNR^i = 20 \log \left( \left\| y^i_{mag} \right\|_2 \right) .
\]

Also both trunk and target accelerometer were calibrated
using a fairly simple least squares approach [32]. It should
be noted that the bias of the base accelerometer has not been
included in the state vector as it is not observable. Finally,
the relative position and orientation between magnetometers
attached to the pluxi panel is required. Because the
magnetometer housing also contains inertial sensors of which
the position with respect to the local magnetometer is known,
it is possible to solve for the relative position and orientation
between the rigidly connected magnetometers by expressing
the local acceleration as function of the orientation, angular
velocity and acceleration and the relative position for each
inertial sensor with respect to the other rigidly connected
inertial sensors. Now, the required parameters can be obtained
if the rigid body is sufficiently accelerated around each axis.
A modified version of this algorithm described by Parsa et
al. [33] was applied for this purpose.

Both rigid pieces on trunk and hand were accommodated
with optical markers (PTI VisualEyez VZ-4000), such that
position and orientations could be calculated and subsequently
compared with our system.

The inertial sensor system and optical system were synchro-
nized by maximising the correlation between the estimated
angular velocities of the hand obtained from both systems.

Possible gaps of the optical system were spline-interpolated
with a maximum size of 30 samples.
During the measurement the subject performed various hand tasks while seated at a desk. The total experiment included the following measurements:

1) Static trunk, varying hand: The position and orientation of the trunk were (pseudo) static whereas the position and orientation of the hand were varying cyclically. The subject was asked to maximise the reaching area while seated and minimizing trunk rotations.

2) Varying trunk, static hand: The position and orientation of the trunk were varied by repeated rotations of the trunk around the longitudinal body axis. The subject was asked to keep the hand in a constant relative position and orientation with respect to the trunk.

3) Varying trunk and target. The subject was asked to mimic repeated pick and place actions which required him to change orientation of trunk and hand and relative position between trunk and hand simultaneously. There were no constraints with respect to either trunk or hand movement.

Each measurement lasted 70 seconds, was performed 5 times and all conducted by a single subject. The first 10 seconds of each trial were not taken into account for comparison between our estimates and the optical reference, because this time was required for the filter to recover from an incorrect initial estimate.

III. RESULTS

A representative trial corresponding to the first measurement condition is depicted in Fig. 4. This figure represents the estimate of both distance and total orientation angles (axis-angle representation, [28]) of the hand with respect to the trunk and the trunk with respect to the global frame. The axes of the trunk are defined such that $X$ points vertically upwards (cranial), $Z$ points in anterior direction (ventral) and $Y$ is chosen such that a right-handed coordinate frame is formed (see Fig. 1). The position error is defined as the difference between relative position as estimated by the proposed system and the optical reference system. Similarly, the orientation error is defined as the smallest angle about which the relative orientation of the sensor estimated by the ambulatory system has to be rotated to coincide with the relative orientation estimated by the reference system. The subject started with the hand far away from the magnetometers, and therefore a low SNR of the magnetic signal induced by the permanent magnet was obtained. In addition, the initial distance estimate was set to zero. For these reasons, the distance and relative orientation estimate up to approximately 5 seconds is unreliable. Periods in which the SNR was above 0.5 dB are indicated using a grey shaded background.

From Fig. 4 it is noticeable that in many periods minimal information from the permanent magnet was obtained because magnet was too far away from the trunk. This is certainly the case in the first experiment where the SNR was below $0.5 \text{ dB}$ for $50.1 \pm 10.0\%$ of the time compared to the second ($0.1 \pm 0.0\%$) and third experiment ($8.6 \pm 8.7\%$).

A representative trial of the third, and most complex, movement condition is presented in Fig. 5a and 6. The former figure shows the estimated position of the hand with respect to the trunk together with the optical reference whereas the latter figure shows both the orientation of the trunk with respect to the static global frame and the hand with respect to the trunk. The orientation is represented using Euler angles, in which pitch, roll and yaw represent an angle around the $X$, $Y$ and $Z$ axis, respectively.

In addition, an estimate of those three kinematic variables using the same measurement trial was made by using only one magnetometer (the one closest to the right shoulder, see Fig. 4a) instead of four. The position is depicted in Fig. 5b and the orientations in Fig. 6. Compared to the estimates using four magnetometer it is noticeable that the reconstruction of both position and orientations is worse when a single magnetometer is used, especially in low SNR periods. Furthermore, the angle around the vertical is hard to estimate (global yaw, trunk pitch), which can be explained by the fact that is impossible to distinguish between variations in environmental magnetic field and the induced magnetic field by the permanent magnet.

In Fig. 8 the error distributions of relative positions, orien-
Fig. 5: Estimated position of a varying trunk and hand task (condition 3). Visible is the estimated position \((X, Y, Z)\) together with the optical reference (grey, dashed). Time periods in which the SNR induced by the permanent magnet exceeded 0.5 dB are indicated (grey background). Left (a): Four magnetometers used. Right (b): One magnetometer used.

Fig. 6: Representative trial of a varying trunk and hand task (condition 3) with four magnetometers. Left (a): reconstruction of the absolute trunk orientation. Right (b): reconstruction of hand orientation with respect to the trunk. The orientation are expressed in euler angles \((Pitch, Roll, Yaw)\) A comparison with an optical system is made (grey, dashed). Time periods in which the SNR induced by the permanent magnet exceeded 0.5 dB are indicated (grey background).
tations and absolute orientation are given for all measurements and represented using box whisker plots. The box plots illustrate that the errors in the position estimate for the second movement condition (varying trunk, static hand) are smaller compared to the other two movement conditions. However, the difference in relative orientation (trunk hand) is larger for this condition, which can be explained by a twice as large magnitude of the trunk’s angular velocity compared to the other two conditions. The error in the global trunk orientation estimate is largest for the third measurement condition. This is presumably caused due the tight filter structure and complexity of movement. Simultaneous trunk and hand movements cause a degraded estimate of the global trunk heading.

IV. CONCLUSION/DISCUSSION

This paper presents a method to accurately estimate the position and orientation of the hand with respect to the trunk and simultaneously estimate the global orientation of the trunk.

Change in position and orientation can be estimated using inertial sensors for short intervals. We aided the inertial sensors by attaching a permanent magnet to the hand and measuring the induced field using set of magnetometers attached to the trunk which allows us to estimate drift free positions and orientation in dynamic tasks over long periods.

The proposed tight filter approach (EKF) is able to compensate for both orientation and position drift. In addition, a good kinematic estimate is still obtained if magnetic information is temporarily unavailable as the filter will rely more on inertial sensing.

The results obtained are promising and can be compared to studies in which an actuated system was used to generate magnetic fields [5] [21]. However, it should be noted that the movement bandwidth was much lower in those studies (approximately 10 times) because the hardware did not allow to generate the magnetic pulses at an adequately high frequency (>2 Hz). In addition, under more complex movement conditions (varying trunk and hand) our system was able to estimate the positions more accurately whereas the relative orientations estimates were comparable. Finally, using a permanent magnet instead of actuating coils does not require actuation energy, which is an important advantage, keeping in mind that energy capacity is an important aspect when signals must be measured ambulatory.

The current setup allows accurate kinematic estimates for hand reaching tasks if the hand trunk distance is repeatedly (intervals less than 4 seconds) below 30 cm. Hence, the accuracy of estimated position strongly depends on the SNR which is proportional to the distance of the permanent magnet with respect to the magnetometers. This is also demonstrated during the first movement condition in which the subject was asked to reach their arm maximally. The SNR dropped significantly during those maximum hand position phases (50.1 ± 10.0%) which subsequently resulted in a relatively low position accuracy (19.6 ± 4.6 mm).

The accuracy of the relative hand trunk orientation strongly depends on the movement complexity. As indicated by the box plots, a non moving trunk (condition 1) results in the most accurate estimate of the relative hand trunk orientation.

Fig. 7: Representative trial of a varying trunk and hand task (condition 3) with one magnetometer. Left (a): reconstruction of the absolute trunk orientation. Right (b): reconstruction of hand orientation with respect to the trunk. The orientation are expressed in euler angles (Pitch, Roll, Yaw) A comparison with an optical system is made (grey, dashed). Time periods in which the SNR induced by the permanent magnet exceeded 0.5 dB are indicated (grey background).
Similarly, for the global trunk orientation, an increased movement complexity results in a degraded orientation estimate. However, the first and second movement condition show a similar global trunk performance which can be explained by the fact that a substantial part of the error is contributed by the angle around the global vertical.

Increasing the measurement volume is possible by either adding extra magnetometers or applying a stronger magnet. However, it should be noted that the magnet dimensions become really big with respect to the size of the hand, when a distance over 70 cm is to be covered, because the field strength decreases cubically over distance, whereas the magnet’s volume scales linearly.

Only one permanent magnet type was used in this study. Further research should be performed to find the most ideal magnet geometry for the application proposed. In addition, the dipole field approximation is optimal for specifically shaped magnets [34]. Therefore, if the magnet’s geometry would be confined, tracking accuracy could be improved presumably.

Another solution to improve the SNR is using more sensitive magnetometers. The next generation magneto resistive (MR) sensors include Giant (GMR) and Tunnel (TMR) magneto resistive sensors which both have a higher sensitivity compared to the AMR based magnetometers that have been used in this study [35].

We used a constellation of four magnetometers, which were rigidly attached to the chest via a plexi plane. However, reducing the number of magnetometers needed would greatly improve the relevance of the proposed method in an ambulatory setting. Wahlstrom et al. [23] demonstrated that only a minimum of two 3D magnetometers is required to distinguish between changes in magnetic field induced by the permanent magnet or due to environmental field changes. That means the proposed configuration by Wahlstrom et al. obeys observability of the position and orientation states without using inertial sensors. Moreover, the potential of using a single trunk magnetometer aided by inertial sensing is demonstrated and shown in Fig. [56] and Fig. [7]. However, reducing the number of magnetometers requires further research as the accuracy of estimated kinematic variables with a single magnetometer was low compared to a four magnetometer configuration.

If the magnetometers are directly attached to the body, for instance on the sternum, soft tissue artefacts could occur resulting in estimation errors. This could be mitigated when a single trunk magnetometer is used or when the filter is modified such that calibration parameters are estimated online.

Still, further research is required to see the effects of both spatial and temporal magnetic disturbances, soft tissue artefacts as well as the optimal strap location of magnetometers, especially if only one or two magnetometers are used.

Robustness could be further improved by adding biomechanical knowledge of the consecutive links. If the orientation of the shoulder, upper and lower arm is known, forward kinematics can be used to predict the position of the hand with respect to the trunk [12].

The trunk orientation is estimated using the common field component measured by each magnetometer and inclination information measured by the local accelerometer. If environmental magnetic disturbances affect only a part of the magnetometer grid an erroneous trunk heading and eventually relative pose is obtained. Hence, the filter could be improved such that those local disturbances are detected for each magnetometer and discarded if needed.

A final suggestion is to modify the filter such that various parameters can be estimated online. This includes the magnet dipole moment, magnet position with respect to the local inertial sensors and the relative magnetometer poses. A suggestion would be to use an Expectation Maximisation (EM) approach which is able to estimate parameters and states in parallel.

In conclusion, the proposed wearable measurement configuration of inertial and magnet sensors, combined with a permanent magnet on the hand is able to accurately estimate hand position and orientation with respect to the trunk and the global orientation of the trunk using inertial sensors, magnetometers and a permanent magnet.

Fig. 8: Box whisker plots of the estimated kinematic variables. The columns refer to the three different measurement conditions. The box has lines at the lower quartile, median and higher quartile values. The whiskers are the lines showing the extend of the rest of the data. The difference in distance (left) and total orientation (right) are given. The difference in orientation is given for both global (GO) and relative orientation (RO).
Appendix

A. Partial derivative of the magnetic measurement function w.r.t. the position (superscripts are omitted for clarity):

\[
\frac{\partial y_{k,\text{mag}}}{\partial r} = 3 \frac{\partial}{\partial r} \left( r^T m \right) r - 3 \frac{\partial}{\partial r} \left( r^T m \right) r = \frac{3}{||r||^5} \left( (r^T m) I_3 + r m^T - \frac{5 (r^T m) r r^T}{r^T r} + m r^T \right) \]  

B. Partial derivatives of the magnetic measurement w.r.t. state:

\[
\frac{\partial y_{k,\text{mag}}}{\partial p} = \frac{3}{||r||^2} \left( \left( r^T m \right) I_3 + r m^T \right) \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial v} = 0 \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial \delta \theta} = -J \left( r^T \right) R^m \left( R^m m \right) \times \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial B^g} = R^{g,T} \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial \delta B^g} = 0 \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial \delta B^g} = 0 \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial \delta \theta_g} = R^{g,T} \left( B^g \right) \times \]  
\[
\frac{\partial y_{k,\text{mag}}}{\partial \delta \theta_g} = 0 \]  

C. Expression of the error angle propagation

One can find the following expression for the error angle dynamics \([27] \ [36]\):

\[
\delta \dot{\theta} = -[\dot{\omega}] \times \delta \theta + \delta \omega \]  

where \(\delta \theta\) is the error angle and \(\dot{\omega}\) is the estimated angular velocity, and \(\delta \omega\) is defined as:

\[
\delta \omega = \omega - \dot{\omega} = (y_{\text{gyr}} - b - e) - (y_{\text{gyr}} - \hat{b}) = -\delta b - e . \]  

Discretizing \([35]\) using a zero order hold assumption with sample period \(T\) and neglecting the noise term \(e\), gives:

\[
\delta \theta_{k+1} = (I_3 - [T \dot{\omega}_k] \times) \delta \theta_k - T \delta b \]  

References


**Fredrik Gustafsson** is professor in sensor informatics at the Linköping University. His research interests are in stochastic signal processing, adaptive filtering, and change detection, with applications to communication, vehicular, airborne, and audio systems. His work in the sensor fusion area involves design and implementation of nonlinear filtering algorithms for localization, navigation, and tracking of all kind of platforms. He is a cofounder of the companies NIRA Dynamics and Softube, developing signal processing software solutions for automotive and music industry, respectively. Dr. Gustafsson was an Associate Editor for the IEEE Transactions Of Signal Processing from 2000 to 2006 and is currently Associate Editor for the EURASIP Journal on Applied Signal Processing and International Journal of Navigation and Observation.

**H. Martin. Schepers** received the MSc degree in 2004 and the PhD degree in 2009, both in Electrical Engineering at the University of Twente, Enschede, the Netherlands. His PhD work was part of the FreeMotion project, which researches accurate and reliable methods of ambulatory motion analysis to provide practical decision making tools to a large group of professionals in health care, ergonomics and sports. After his PhD, he started working within the Research department at Xsens Technologies B.V., where he is currently working as a Lead Algorithms Engineer on motion capture technology based on fusion of inertial sensing with various aiding sensor technologies.

**Henk G. Kortier** received the MSc degree in Electrical Engineering from the University of Twente, Enschede, the Netherlands. He has been working as a PhD student at the biomedical signals and system group at the University of Twente since 2010. This PhD work is part of the STW ‘PowerSensor’ project which aims for the development of a glove instrumented with miniature inertial, magnetic and force/torque sensors. Eventually, the glove will be used to assess the hand interaction in ADL tasks.

**Jacob Antonsson** received the MSc degree in engineering biology from Linkping University, Sweden. Since 2013 he has been working as a PhD student at the automatic control department at Lund University, Sweden. His research interests include inference in non-linear state space models, inference in high-dimensional models and machine learning and sensor fusion in general.

**Peter H. Veltink** is professor of technology for the restoration of human function at the University of Twente. His research interests are in Biomechatronics and Neural Engineering. His research includes ambulatory sensing of human movements, artificial human motor control and neurostimulation. Prof. Veltink has been an Associate Editor for the IEEE Transactions of Neural Systems and Rehabilitation Engineering until 2014. He is the (co)author of over 125 peer reviewed journal papers. Prof. Veltink has been the scientific coordinator of three EU research training networks and currently coordinates the EU project INTERACTION since November 2011.