Knowledge-based 3D reconstruction of the right ventricle: comparison with cardiac magnetic resonance in adults with congenital heart disease

Aleksandra Trzebiatowska-Krzynska, Mieke Driessen, Gertjan Tj Sieswerda, Lars Wallby, Eva Swahn and Folkert Meijboom

Linköping University Post Print

Original Publication:


Postprint available at: Linköping University Electronic Press http://urn.kb.se/resolve?urn=urn:nbn:se:liu:diva-124289
Knowledge-based 3D reconstruction of the right ventricle: comparison with cardiac magnetic resonance in adults with congenital heart disease

Aleksandra Trzebiatowska-Krzynska1,2, Mieke Driessen2, Gertjan Tj Sieswerda2, Lars Wallby1, Eva Swahn1 and Folkert Meijboom2

1Department of Cardiology and Department of Medicine and Health Sciences, Linköping University, Linköping, Sweden
2Department of Cardiology, AhMazON Center for Adult Congenital Heart Disease, University Medical Center Utrecht, Utrecht, The Netherlands

Correspondence should be addressed to A Trzebiatowska-Krzynska
Email Aleksandra.Trzebiatowska-Krzynska@liu.se

Abstract

Aim: Assessment of right ventricular (RV) function is a challenge, especially in patients with congenital heart disease (CHD). The aim of the present study is to assess whether knowledge-based RV reconstruction, used in the everyday practice of an echo-lab for adult CHD in a tertiary referral center, is accurate when compared to cardiac magnetic resonance (CMR) examination.

Subjects and methods: Adult patients who would undergo CMR for assessment of the RV were asked to undergo an echo of the heart for further knowledge-based reconstruction (KBR). Echocardiographic images were acquired in standard views using a predefined imaging protocol. RV volumes and ejection fraction (EF) calculated using knowledge-based technology were compared with the CMR data of the same patient.

Results: Nineteen consecutive patients with congenital right heart disease were studied. Median age of the patients was 28 years (range 46 years). Reconstruction was possible in 16 out of 19 patients (85%). RV volumes assessed with this new method were smaller than with CMR. Indexed end diastolic volumes were $114\pm17$ ml vs $121\pm19$ ml, $P<0.05$ and EFs were $45\pm8\%$ vs $47\pm9\%$, $P<0.05$ respectively. The correlation between the methods was good with an intraclass correlation of 0.84 for EDV and 0.89 for EF, $P$ value $<0.001$ in both cases.

Conclusion: KBR enables reliable measurement of RVs in patients with CHDs and can be used in clinical practice for analysis of volumes and EFs.

Key Words
- ventripoint system
- knowledge-based reconstruction
- congenital heart disease
- right ventricle volume

Introduction

Assessment of right ventricular (RV) function is a challenge due to its complex and altered morphology, especially in patients with congenital heart disease (CHD). Regular and accurate assessment of RV function is an important part of the follow-up in such patients, since deterioration of RV function is closely related to mortality, and therefore, it guides therapy. As a rule of thumb, intervention, if possible, is considered, even in asymptomatic patients, when there are signs of worsening of RV function (1, 2).

RV ejection fraction (EF) is a crude measurement of global RV systolic function, but as it correlates well with clinical endpoints (3), it is very often used in clinical practice.
Cardiac magnetic resonance (CMR) imaging is well validated and has excellent correlation with true RV volumes (4). It is considered the reference standard for assessment of the RV volumes and EFs (5) but is expensive and not widely available. Since echocardiography is more accessible than CMR, more patient-friendly, and less expensive, an echocardiographic alternative for assessment of RVEF has been long sought for. The correlation between 2D echocardiographic measurements of RV function, current standard in clinical practice, and CMR-derived values of RVEF is poor. Real-time 3D echocardiographic assessment of RVEF has proven to be reliable and feasible (6), but its use in clinical practice is still limited. This is mostly due to the limited image quality, with inferior spatial and temporal resolution compared to 2D echocardiography, and also due to the substantial learning curve. A new alternative technique enabling 3D reconstruction of the RV is ‘knowledge-based’ 3D reconstruction (3D-KBR). KBR uses standardized 2D cross-sections of the RV combined with information about their localization in the 3D space to produce 3D reconstruction of RV volume (7). KBR has shown to be accurate compared to CMR in children with various congenital heart anomalies (8) and in adults with the RV in systemic position and in pulmonary arterial hypertension (9, 10).

The aim of the present study is to assess whether this KBR of RV is accurate and clinically feasible in the everyday practice of an echo-lab for adult CHD (ACHD) of a tertiary referral centre.

### Methods

#### Patients

Adult patients scheduled for routine CMR including assessment of RV volumes and EFs were to undergo an echo for KBR of the RV. CMR and echo were performed within 2 h from each other, to ensure comparable loading conditions.

Exclusion criteria were presence of cardiac devices, arrhythmia interfering with image acquisition, and inability to cooperate. Patients were not screened for the quality of acoustic window. The study was approved by the Institutional Research Ethics Board. Informed consent was obtained from all participants prior to the start of study procedures.

#### Image acquisition

Patients were studied in the left lateral decubitus position. They were asked to lie absolutely still during the entire study. As KBR uses diagnosis-specific algorithms for volume calculation, all patient’s data, including diagnosis, gender, weight, and height were put into the examination protocol before image storage. Images for further KBR were acquired during end-expiratory breath holds in each of the various, predefined 2D cross-sections. The standard views and points of interest in all cross-section planes are shown in Table 1. Every clip included at least three cardiac cycles.

Echo examination was performed using the Toshiba Artida SSH-880CV Diagnostic Ultrasound System with a

---

<table>
<thead>
<tr>
<th>View</th>
<th>Region of interest</th>
</tr>
</thead>
<tbody>
<tr>
<td>Parasternal long axis</td>
<td>RV anterior free wall, septum, mitral valve, and aortic valve</td>
</tr>
<tr>
<td>RV inflow</td>
<td>Anterior/posterior tricuspid valve annular insertions and RV endocardium</td>
</tr>
<tr>
<td>RV outflow tract/pulmonary annulus</td>
<td>Pulmonary valve annular insertions</td>
</tr>
<tr>
<td>Parasternal short axis</td>
<td>PV annular insertions, RV outflow tract, and conal septum</td>
</tr>
<tr>
<td>RVOT/PA</td>
<td>RV endocardium, anterior/septal tricuspid valve annular insertion</td>
</tr>
<tr>
<td>Mitral valve annular level</td>
<td>RV endocardium, RV septum, RV infant free wall and septum</td>
</tr>
<tr>
<td>Papillary muscle level</td>
<td>RV Endocardium, RV septum, crux of RV free wall and septum</td>
</tr>
<tr>
<td>Apex</td>
<td>Anterior and septal tricuspid valve annular insertion</td>
</tr>
<tr>
<td>Apical four-chamber – focusing on RV anatomical structures</td>
<td>True RV apex, RV septum, and RV endocardium</td>
</tr>
<tr>
<td>True RV apex – oblique apical</td>
<td>RV endocardium and RV septum</td>
</tr>
<tr>
<td>Apical RV two-chamber</td>
<td>RV lateral, anterior, free wall, RV inflow tract, and RV outflow tract</td>
</tr>
<tr>
<td>Foreshortened apical – RV inflow/outflow</td>
<td></td>
</tr>
</tbody>
</table>

RV, right ventricle; RVOT, RV outflow tract; PA, pulmonary artery; PV, pulmonary valve.
5-MHz transducer. The ultrasound scanner was linked to a computer (Ventripoint Medical Systems; Ventripoint, Inc., Seattle, WA, USA) and a magnetic field receiver was attached to the ultrasound probe. The magnetic field transmitter generating the orthogonal magnetic field was located above the exam bed. The magnetic field data were recorded by the receiver at the time of image acquisition. Using this data, the plane of the acquired 2D image was placed in the 3D volume created by the magnetic field transmitter. Data were digitally stored and analyzed offline. Details of this system, technical specification, data acquisition and data analysis, are described elsewhere (7, 11).

Image analysis

The acquired 2D RV-images and their spatial information were stored on the Ventripoint Medical Systems computer attached to the ultrasound machine. To perform the image analysis, first end-diastole and end-systole were determined on each of the acquired clips. The definition of the end diastole was based on the ECG and visual assessment taking into account the largest RV cavity size and the opening and closure of tricuspid and pulmonary valves (if possible). The same procedure was repeated to define the end systole, tracking the smallest RV cavity sizes.

In the next step, 15–35 points were placed in predefined crucial anatomical structures, as illustrated in Table 1. The procedure was done in both end-diastole and end-systole.

Combining data from these 2D cross-sections and their localization in the 3D space, the KBR system creates a 3D model of the RV using piecewise smooth subdivision surface reconstruction technology. The software compares acquired echo data with a (CMR-derived) reference database of patients with corresponding pathology (patients with Tetralogy of Fallot with the CMR-derived data base for patients with Tetralogy of Fallot, etc.), allowing reconstruction and measurements of RV volumes (Fig. 1A).

After the first reconstruction, a quality check was performed using the incorporated features for quality assessment (border delineation, scan plane, intersections, and adjustment of the placement of points). The corrected, reconstructed RV shape was further reviewed in each of the 2D images in both end diastole and end systole and optimized by deletion or addition of points. After performed control and carrying out modifications, the final reconstruction with calculated volumes was accepted (Fig. 1B). These values, both volumes and EF, calculated with KBR technology were compared with the CMR data of the same patient.

Figure 1
Visualization of the right ventricle (RV) with knowledge-based reconstruction system. The two circles represent the position of the tricuspid and pulmonary valves. The open line represents the contour of the septal wall. (A) The mesh with the colored dots represent RV end diastolic volume (RVEDV). Demonstration of the position of the points on the mesh surface in relation to the calculated volume. Different colors represent different anatomic landmarks. Red, RV endocardium; light blue, RV septum; pink, pulmonary annulus; dark green, sub pulmonary; violet, tricuspid annulus; brown, basal bulge; yellow, apex; light green, RV septal edge. (B) Combined EDV and end systolic volume (ESV) rendering, visualize the inward movement of different segments of the RV.
CMR investigation

Subjects were scanned according to a pre-defined imaging protocol without anesthesia or sedation. A 1.5-T system (Ingenia R4.1.2, Philips Healthcare, Best, The Netherlands) was used with a dedicated chest phased-array parallel-imaging capable surface coil with a maximum of 36 active elements. Steady state free precession cine images were acquired in various orientations (short axis, four-chamber and two-chamber long axis, right and left ventricular outflow tract views in two planes) during repeated end-expiratory breath holds. Multi-slice cine short-axis acquisition was planned from the apex to well above the tricuspid and mitral valve: repetition time (TR)/echo time (TE) 3.4/1.69 ms, voxel size 1.25×1.25×8 mm, flip angle 90°, matrix 192×171 mm, and 30 frames/cycle.

RV volumetric analysis was performed by manual tracing of endocardial contours in end diastolic and end systolic phase in all slices, using Philips Cardiac Explorer (Philips EWS (release 2.6), Philips Medical Systems, Best, The Netherlands). The end diastolic and end systolic phase was selected by visual assessment as the phase with the largest and smallest RV cavity sizes respectively, taking into account the longitudinal four-chamber, vertical two-chamber, and RV outflow tract as reference views. If visual assessment was difficult, multiple frames were contoured to determine the correct end diastolic or end systolic phase. The RV epicardial and endocardial contours were manually traced from the most apical to the most basal short-axis slice. Only the portion of the outflow tract below the pulmonary valve was included in the blood volume in the slice where the valve was visible. If more than 50% of the tricuspid annulus or atrium was visible in a basal slice, the valve area was excluded from the blood volume. Trabeculae and papillary muscles were included in the blood volume.

Statistical analysis

Different statistical analyses were used to test the inter-technique correlation between parameters (end diastolic volume (EDV), indexed EDV (EDVi), end systolic volume (ESV), indexed ESV (ESVi), and EF) measured using two different methods. The Bland–Altman plot was constructed with the difference between measured values on y-axis and average of measured values on x-axis. Ninety-five percent limits of agreements were computed to see how far apart the measurements by the two methods were likely to be. Finally, an intraclass correlation (ICC) coefficient was performed for all parameters. Statistical analyses were performed using the IBM SPSS Statistics 23 System.

Results

Nineteen consecutive, unselected patients (13 men and six women) with CHD were studied. The diagnosis was Tetralogy of Fallot with stenosis and/or insufficiency in pulmonary homograft (ten patients), transposition of the great arteries in eight patients: three after atrial switch repair, four after arterial switch surgery, and one after Rastelli correction. One patient suffered from chronic pulmonary hypertension unrelated to CHD. Median age of the enrolled patients was 28 years (range 46 years). Mean body surface area was 1.8±0.25 m² and mean body weight 68±14 kg.

Figure 2
Comparison between knowledge-based reconstruction (KBR) and cardiac magnetic resonance (CMR) for right ventricle end systolic volumes (RVESV) and right ventricle end diastolic volumes (RVEDV).
Table 2 Comparison between methods for different right ventricular volume parameters.

<table>
<thead>
<tr>
<th></th>
<th>Mean</th>
<th>s.d.</th>
<th>CI</th>
<th>df</th>
<th>Sig.</th>
</tr>
</thead>
<tbody>
<tr>
<td>EDV</td>
<td>12.63</td>
<td>12.93</td>
<td>−20.58;</td>
<td>15.00</td>
<td>0.004</td>
</tr>
<tr>
<td>EDVi</td>
<td>−7.13</td>
<td>8.09</td>
<td>−11.44;</td>
<td>15.00</td>
<td>0.003</td>
</tr>
<tr>
<td>ESVi</td>
<td>−1.25</td>
<td>6.97</td>
<td>−4.96;</td>
<td>15.00</td>
<td>0.48</td>
</tr>
<tr>
<td>SV</td>
<td>−9.94</td>
<td>8.09</td>
<td>−14.63;</td>
<td>15.00</td>
<td>0.000</td>
</tr>
<tr>
<td>EF</td>
<td>−2.0</td>
<td>3.56</td>
<td>−3.90;</td>
<td>15.00</td>
<td>0.04</td>
</tr>
</tbody>
</table>

EDV (ml), end diastolic volume; EDVi (ml/m²), EDV indexed; ESVi (ml/m²), end systolic volume indexed; SV (ml), stroke volume; EF%, ejection fraction measured with knowledge-based reconstruction (KBR) and cardiac magnetic resonance (CMR) respectively.

Feasibility

The 2D-KBR was possible in 16 out of 19 patients (85%). In two out of 19 patients, reconstruction was not possible due to difficulty in identifying the anatomical landmarks (pulmonary valve and tricuspid annulus). In one patient, the KBR was not possible because the tracing did not lead to a sufficiently accurate reconstruction despite adjustments made during the quality check.

Accuracy

Results of the CMR and KBR analysis of the 16 individual patients were compared (Fig. 2). When grouped, RV volumes assessed with KBR were smaller than CMR.

KBR EDVi 114±17 ml vs CMR EDVi 121±19 ml (P<0.05), ESVi 63±14 ml vs 64±16 ml (P value 0.5) and RVEF 45±8% vs 47±9% respectively (P<0.05). The agreement between both methods assessed with ICC was of 0.84 for RV EDVi, 0.90 for RV ESVi and 0.89 for RVEF, P value <0.001.

Bland–Altman analysis revealed underestimation of EDV and ESV by KBR. The difference in indexed RV EDVi was −7 ml, with the limits of agreement (−23.0; 8.7), P=0.003. Difference for RVEF was −2% with the limits of agreement (−9.0; 5.0), P=0.04. A paired sample t-test was conducted to evaluate whether a statistically significant difference existed between the mean indexed RV volumes measured with the two modalities. The results of the paired sample t-test indicated no significant difference between indexed EDV and EF calculated with both modalities, on the P level 0.05 (Table 2).

The linear regression analysis of RVEDVi, RVESVi, and EF, the Bland–Altman analysis and the percentage difference between both techniques (the difference between paired measurements divided by the average of the two measurements times 100) are shown in Fig. 3. Overall, the correlation between tested modalities was good.

Discussion

This study shows that also in adult patients with congenital heart defects, KBR produces RV volumes and EF that are sufficiently parallel to those derived from CMR to be clinically useful in a ‘real-world’ setting. Despite a 2D image quality that is generally inferior to that in children, it is good enough to allow KBR to produce reliable 3D reconstructions of RV volumes.

Although the Bland–Altman test showed a systematic underestimation of echo derived RV volumes when compared with CMR, the differences were small. Apart from one study in which there is an over-estimation of RV volumes measured with echo, compared with CMR (9), our data are consistent with that of virtually all other studies on correlation between 3D echo and CMR for either left ventricular or RVEF (4, 12, 13). The underestimation of volumes with KBR is systematic and quantitatively limited and this should not hamper the use of KBR in clinical practice, provided echo-derived data are only compared to previously obtained echo-derived data. In contrast to conventional 2D echo, which is hardly of use for RV volume assessment in the individual patient in clinical practice (13, 14), the observed ICC of around 0.9 between KBR- and CMR-derived RVEDVi and RVESVi means that KBR can be used in clinical practice for assessment of RV volumes and function (Table 3). It is a very important aspect in the follow-up of adults with CHD, e.g., in timing of pulmonary valve replacement in patients with Tetralogy of Fallot (15, 16). The fact that these volumes may now be assessed reliably with KBR with limited investment of time and money (validated in the study by Laser et al. (12)) is, in our opinion, a step forward. CMR will still provide an additional information, prior to surgery, such as anatomic details, but its exploitation could probably be limited. In that way CMR resources would be more efficiently used in situations when we do not have other diagnostic tools.

The limits of agreement for EF calculated with KBR compared with that calculated with CMR are quite wide: −2.4±11.4%. This should be taken into account when using KBR-derived EF in clinical practice. However, it should be realized that this is also true for CMR: when CMR is compared with itself, in repeated measurements of EF by test–retest (17) or inter- or intra-observer variability (18, 19, 20, 21) the bias±s.d. are of a comparable degree. The awareness about those limitations causes the decision
about surgery to be based on repeated examinations in combination with patients' exercise capacities and symptoms.

The KBR system has the advantage of using 2D cross-sections as a basis for the 3D reconstruction. 2D echo has substantially higher spatial and temporal resolution than the RT3D echo images, acquired with the currently available 3D echo probes. The higher resolution makes identification of the endocardial border more straightforward and the anatomical structures that have to be defined are easier to recognize in the sharper 2D images than in the fuzzier RT3D images. A disadvantage is that KBR can only be used for volumetry of the RV (currently), not for the LV, and no analysis of anatomic structures like valves or abnormal anatomy is possible. In contrast to CMR, the KBR system is a bedside technique, which can be used in various clinical settings, including ICU. It is less expensive than CMR, faster in terms of data acquisition, with that more patient friendly, and data analysis (12). The learning curve for both CMR and KBR is comparable and quite long but time consumption per patient is relatively short for KBR. In experienced hands, time required for examination, image analysis, and post processing with KBR is about 20 min – given good internet connection with the central data base. This corresponds to time needed for performing a CMR examination, but then time for data

Figure 3
(A) Intertechnique correlation between knowledge-based reconstruction (KBR) and cardiac magnetic resonance (CMR) for end diastolic volume indexed (EDVi) (1), end systolic volume indexed (ESVi) (2), and ejection fraction (EF) (3). (B) Intertechnique agreement represented by Bland–Altman plots between KBR and CMR for EDVi (1), ESVi (2), and EF (3). EDVi_diff (KBREDVi – CMREDVi); EDVi_mean (KBREDVi + CMREDVi)/2. ESVi_diff (KBRSEVi – CMRESVi); ESVi_mean (KRESVi + CMRESVi)/2. EF_diff (KBREF – CMREF); EF_mean (KBREF + CMREF)/2. (C) Percentage difference of intertechnique agreement represented by Bland–Altman plots between KBR and CMR for EDVi (1), ESVi (2), and EF (3). EDVi_diff_proc ((KBREDVi – CMREDVi)/EDV_mean × 100); ESVi_diff_proc ((KBRSEVi – CMRESVi)/ESV_mean × 100). EF_diff_proc ((KBREF – CMREF)/EF_mean × 100).
The studied population is rather small and further systematic evaluation in the current study, the data are not reported in the part concerning results.

Cutting cost and increasing effectiveness, regarding both staff and equipment, is an important issue in the healthcare all around Europe and in the whole world.

Study limitations

The studied population is rather small and further investigation in larger and varying population, regarding both pathology and age, is recommended before the method can be the part of routine follow-up in ACHD population.

We excluded one patient with Rastelli corrected transposition due to poor image quality and inaccurate reconstructions. This reveals one of the limitations of the KBR. Very complicated morphologies and rare corrections are difficult to assess, as it is not possible to visualize the standardized cross-sections for detection of points of interest for further reconstruction. However, this not only the KBR problem, assessment of the RV function in those patients is very challenging with all modalities. KBR system requires a specific equipment, such as magnetic field generator and the specialized bed compatible with the magnetic field. This issue can currently be seen as a limitation. Modification of the system in order to make it more customer friendly and to decrease time necessary for preparation, will probably be done parallel with the method’s further development.

Another limitation of presented study is the lack of data about inter and intra observer variability. In that aspect we will refer to the study by Dragulescu et al. (11) and Laser et al. (12). Both studies show a good reproducibility of the RV volume calculations with the limits of agreements being marginally wider than for CMR measurements, both for intra- and inter-observer variability.

Test–retest and intra- and inter-observer variability should be tested more profoundly, in large patient populations with various malformations before this technique can really be used with confidence in clinical practice. The experience in KBR is still relatively limited; future studies in larger patients’ population with a greater variety of RV pathologies and an increased number of experienced investigators will probably give more information and more implications on how this new technology can be used in clinics.

Conclusion

In our experience, KBR enables reliable measurement of RV volumes in an ACHD population with sufficiently high feasibility and accuracy even when used in an unselected patient population. RV volumes and EF are comparable to that of CMR, acknowledging a small systemic under-estimation. In contrast to 2D echo, KBR of the RV can be used in daily clinical practice for analysis of RV volumes and EF.

Declaration of interest

The authors declare that there is no conflict of interest that could be perceived as prejudicing the impartiality of the research reported.

Funding

This research did not receive any specific grant from any funding agency in the public, commercial or not-for-profit sector.

Acknowledgements

Acknowledgements to the staff at the echo lab at the Department of Cardiology, University Medical Center Utrecht, The Netherlands for their help and cooperation and to all co-authors for their critical comments during the work with this manuscript.

References

2 Rudski LG, Lai WW, Alflalo J, Hua L, Handschumacher MD, Chandrasekaran K, Solomon SD, Louie EK & Schiller NB 2010 Guidelines for the echocardiographic assessment of the right heart in...


17 Pattynama PM, Lamb HJ, Van der Velde EA, Van der Geest RJ, Van der Wall EE & De Roos A 1995 Reproducibility of MRI-derived measurements of right ventricular volumes and myocardial mass. Magnetic Resonance Imaging 13 53–63. (doi:10.1016/0730-725X(94)00076-F)


Received in final form 4 November 2015
Accepted 11 November 2015